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ABSTRACT: Graphitized carbon black (GCB) has been employed for extraction of several classes of analytes, due to the large 
surface area and the unique chemistry of its surface groups that allows to extract a wide range of analytes, including polar, acidic 
compounds. Despite the fact that structurally-related materials, such as graphene, found application as hybrid-components in phos-
phoproteomics, surprisingly, GCB has never been used for the selective enrichment of phosphopeptides. For this purpose, in the 
present work we used GCB to prepare a magnetic composite with TiO2 (mGCB@TiO2) that was then applied to yeast total extracts. 
We exploited the high surface area provided by nanostructures, the presence of nano-TiO2 for selective binding of phosphopeptides, 
and the magnetic responsiveness of magnetite for solid-phase separation. The material was extensively characterized at each modi-
fication step by transmission electron microscopy, Fourier-transformed infrared spectroscopy, thermogravimetric analysis, Raman 
spectroscopy and porosimetry. Next, the new system was applied for the enrichment of casein phosphopeptides from a simulated 
tryptic digest with bovine serum albumin (BSA:casein, 100:1). Finally, after assessing the potential applicability, the composite was 
employed for enriching phosphopeptides from yeast protein digests. This allowed us not only to optimize the enrichment protocol, 
but also to fully compare its performance to commercial TiO2 spin columns. To achieve this aim, the optimized enrichment protocol 
was included in a typical shotgun proteomics analytical workflow based on nanoHPLC-MS/MS analysis. 
INTRODUCTION 
Protein phosphorylation is a dynamic and reversible post-translational modification that is widely used in biological systems to 
regulate protein-protein interactions and thus, to rapidly activate or deactivate signaling pathways. It has proven to play a key role 
in several biological processes, such as the cellular signaling and communication,1 cell adhesion and migration,2 transcriptional and 
translational regulation,3 cell division and apoptosis.4 Gaining knowledge about these pathways is strongly related to cell activity 
and it may help shedding light on relevant physiological and pathological conditions.5 In this sense, proteomics technologies and 
mass spectrometry have become the leading tools for the analytical chemist interested in the study of transient post-translational 
modifications. However, despite the great potential of HPLC-MS/MS in the field, direct analysis is generally not possible without 
prior enrichment of target proteins or peptides. This is due to a number of factors that, especially in the case of phosphorylations, 
can be ascribed to 1) sub-stoichiometric extent of phosphorylated proteins, 2) poor ionization efficiency, and 3) signal suppression 
by the abundant non-phosphorylated peptides. As a result, highly selective enrichment strategies for phosphorylated proteins or 
peptides prior to HPLC-MS/MS analysis have become mandatory for efficient detection.6 To this end, several approaches were de-
scribed in the literature, such as: immobilized metal ion affinity chromatography (IMAC), metal oxide affinity chromatography 
(MOAC), inorganic salt affinity chromatography with lanthanide ions, co-precipitation, ion exchange chromatography, chemical 
derivatization, and immunoprecipitation.7 Amongst the various methods, affinity chromatography is the most widely used. Typical-
ly, the affinity of phosphate moieties to a metal ion is exploited to selectively capture phosphopeptides or phosphoproteins from a 
more complex mixture, thus allowing their enrichment and further processing. Popular metal ions used in IMAC include Fe3+,6 
Ga3+,8 Ti4+ 9 and Zr4+.10 As for MOAC, popular metal oxides are TiO211 and ZrO2.12 Such materials can be used in analytical col-
umn-, miniaturized column-, or batch-format. Taken individually, IMAC and MOAC do not usually provide a comprehensive pro-
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file of the phosphoproteome, due to analyte physico-chemical diverse features. To overcome this limitation, combined strategies 
have been developed13 to enrich multi-phosphorylated peptides by IMAC and mono-phosphorylated peptides by MOAC. Alterna-
tively, protocols were improved for existing systems, as in the case of the recently described HILIC-mode for TiO214 and Fe3+-
IMAC column separation.15  
In this context, the development of new stationary phases for use in phosphoproteomics is of great demand to fill the existing 
gaps and to allow for a comprehensive analysis. Popular methods for phosphopeptide enrichment consist of stationary phases in 
batch format, and self-made or commercial micro-columns packed into pipette tips.15 Some advantages over miniaturized column 
format can be found by using solid-phase magnetic separation. With respect to packed micro-columns, the use of magnetic phases 
avoids the step of column packing. Besides, the large surface area and facile dispersibility of micro-beads or nanomaterials in the 
bulk solvent provides increased contact with the target analytes, thus favoring their enrichment. Finally, magnetic phases can be 
easily recovered by applying an external magnetic field, and this facilitates the removal of unbound species in the loading and 
washing steps, while allowing the enrichment of bound species.16 
In the present study, a nanostructured composite was prepared using for the first time graphitized carbon black (GCB) as a sup-
port for phosphopeptide enrichment. This is surprising considering that structurally-related graphene has found similar applications 
to support TiO2;17,18 also in magnetic materials.19 However, it is worth noting that graphene technology is still under development 
and it comprehends very diverse materials in terms of physico-chemical properties and purity, with batch-to-batch differences that 
at times can be significant. In addition, depending on the  manufacturer and production method, contamination by other compo-
nents, such as surfactants, is an important aspect that should not be neglected. By contrast, GCB is a well-characterized component 
of commercial products that has been available on the market already for several years. Its use as adsorbent in gas and liquid chro-
matography is well-established, as it non-specifically concentrates a wide variety of organic analytes mainly through London forc-
es. It can be found both in the porous or non-porous form, and it could potentially be a suitable support for composite production 
due to its unique features. In fact, we chose non-porous GCB as it allows for rapid processing since analyte adsorption does not re-
quire dispersion into solid phase pores. Yet, non-porous GCB displays a large surface area (100 m2 g-1) and has the capacity to in-
teract also with polar molecules, especially acidic compounds.20,21 These properties are very interesting, and even more so, if cou-
pled to convenient magnetic solid-phase extraction for the enrichment of target peptides and to the selectivity for phosphopeptides 
by TiO2. The nanostructured material was prepared and extensively characterized at each modification step by different techniques. 
Preliminary experiments were performed with a simplified peptide mixture of standard proteins, to assess the potential of the sys-
tem for analytical use. This approach, together with application on a real sample of small complexity is the standard approach in 
method development for new materials, and several examples can be found in the literature.22 In most cases, MALDI MS is em-
ployed for enrichment testing, however such an approach is limited by many factors. First, final real-world applications are for ana-
lyte enrichment from very complex samples, such as tissue and cell extracts. Such samples need more high-throughput and com-
prehensive techniques for appropriate analysis, thus shotgun proteomics workflows based on HPLC separation coupled to tandem 
high resolution MS is needed. In this regard, only a few examples are described in the literature where tests were extended from the 
proof-of-concept stage to application to complex samples.23–28 Second, analysis of complex samples by shotgun proteomics is man-
datory for a relevant comparison amongst analytical methods, in order to point out key differences and identify method scope. 
Thus, in the present study the new mGCB@TiO2 composite was first tested on a mixture of two standard protein digests, then ap-
plied to the enrichment of phosphopeptide from yeast total protein extracts and results assessed by nanoHPLC-MS/MS. After the 
optimization of the enrichment protocol, the system was compared against a commercial TiO2 spin column kit. 
■ EXPERIMENTAL SECTION 
Reagents and Materials.  
All chemicals, reagents, protein standards and organic solvents of the highest grade available were provided by Sigma-Aldrich 
(St. Luis, MO, USA) unless otherwise stated. Trypsin and Trypsin/Lys-C Mix, Mass Spec Grade, were provided by Promega (Mad-
ison, WI, USA). Doubled distilled water (ddH2O) was prepared by an arium 611 VF system from Sartorius (Göttingen, Germany). 
Instruments.  
Transmission electron microscopy (TEM) images were obtained with a Philips EM 208 transmission electron microscope with a 
100 keV acceleration voltage and standard loop filament, Olimpus Morada 2K x 2K CCD camera. The calibration is accurate to ± 
5%. A drop of a concentrated dispersion of the corresponding material in methanol was dropcasted on top of the grid (carbon film, 
300 mesh, copper). then, the solvent was evaporated under vacuum before the analysis.  
Thermogravimetric analysis (TGA) was performed on TA Instruments TGA Q500 under an air flow of 90 ml min-1 with a ramp 
of 10 °C/min from 100 to 800 °C. Analyses were run in duplicates.  
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Fourier transform infrared spectroscopy (FT-IR) spectra were recorded on PerkinElmer 2000 spectrophotometer. Sample pellets 
were prepared using anhydrous KBr and the corresponding material. The transmittance of the pellets was measured from 4000 cm-1 
to 400 cm-1.  
Raman spectra were recorded on a Renishaw instrument, model Invia reflex equipped with 532 laser operating at 22.5 W. After 
acquisition, the spectra were normalized with respect to the G band and then the maximum intensity ratio of the D and G band were 
calculated. Different points along the samples were taken and averaged out to confirm the homogeneity of the samples.  
Porosimetry analysis was performed on 3Flex Surface Characterization Analyzer (Micromeritics Instrument Corporation, Nor-
cross, GA, U.S.A.). 
Synthesis of magnetic-graphitized carbon black TiO2 hybrid material.  
The mGCB@TiO2 composite was prepared based on a previous report for carbon nanotubes with some modification.29 GCB 
(Supelclean ENVI-Carb, Sigma-Aldrich, St. Louis, MO) was first activated by treating 400 mg with 50 mL concentrated nitric acid, 
under stirring at room temperature for 7 h. Afterwards, the material was extensively washed with water until neutral pH and dried 
overnight at 50 °C. The just described oxidation with nitric acid was skipped for non-oxidized GCB material. GCB, either oxidized 
or non-oxidized (150 mg), was then magnetized treating with FeCl3·6H2O (810 mg) trisodium citrate (150 mg), sodium acetate (3.6 
g), and poly(ethylene glycol)-10k (1.0 g) in 40 mL of ethylene glycol solution. The mixture was sonicated for 3 h and then sealed in 
a 125 mL autoclave for 10 h at 200 °C. When cold, the autoclave was opened and the product washed with water and ethanol. Fi-
nally, 30 mg of the magnetic graphitized carbon black (mGCB) was sonicated in 50 mL isopropyl alcohol for 30 min and added 
with 20 µL diethylamine. After stirring for 5 min, the mixture was added with 1.5 mL of titanium isopropoxide, transferred into the 
autoclave and kept at 200 °C for 24 h. The final product was washed with water and ethanol, dried and finally calcined at 400 °C 
for 2 h. 
Proteomic sample preparation. 
Bovine serum albumin (BSA) and casein tryptic digests were prepared as described previously.28 Yeast protein extracts were pre-
pared by the freezing and grinding method. Briefly, 1 g of commercial yeast paste purchased in a local supermarket was ground to 
fine powder with mortar and pestle with the aid of liquid nitrogen to lyse yeast cells. Then, 400 mg of the powder were added with 
13.4 mL of cold lysis buffer (8 mol L-1 urea in 50 mmol L-1 Tris-HCl, pH 8, added with MSSAFE protease and inhibitor cocktail 
(Sigma-Aldrich, St. Louis, MO), used according to manufacturer’s instructions. The sample was vortexed for 10 min, then centri-
fuged at 9400 x g at 4 °C for 10 min to sediment cell debris, and finally transferred into a new tube. Protein concentration was de-
termined by the Bradford assay. For digestion, 900 µg protein aliquots were diluted to 1 µg µL-1 with 8 M urea in Tris-HCl buffer, 
then treated with 200 mmol L-1 dithiothreitol (DTT) in Tris-HCl buffer and 200 mmol L-1 iodoacetamide (IAA) in Tris-HCl as de-
scribed for BSA and casein samples. Digestion was performed with Trypsin/Lys-C Mix (enzyme to protein ration, 1:25), allowing 
Lys-C digestion for 4 h at 37 °C and then diluting the urea concentration to 1 mol L-1 for tryptic overnight digestion. Digestion was 
terminated with trifluoroacetic acid (TFA) and then samples were desalted, and dried down as described for BSA and casein. 
Selective Enrichment of Phosphopeptides. 
For each enrichment experiment, a suitable amount of mGCB@TiO2 was weighed, then conditioned with 100 µL of washing 
buffer (ACN:H2O, 80:20 with 0.4% TFA) slightly agitating the suspension for 2 min. After 1 min centrifugation (2300 x g) to sed-
iment the entire solution, the magnetic phase was recovered and the supernatant discarded; then the phase was conditioned with the 
loading buffer (28% lactic acid, 57% ACN, 14% H2O, 0.2% TFA) as before. After this step, samples reconstituted with the loading 
buffer (2 µg µL-1 concentration) were added and mildly shaken for 30 min to allow binding. After centrifugation and magnetic re-
covery of the loaded mGCB@TiO2, the supernatant was discarded and the phase washed once with the loading buffer and twice 
with the washing buffer (100 µL each, 2 min shaking). A four-step elution was performed, twice with 100 µL of elution buffer 1 
(1.5% NH3 (aq)) and twice with 100 µL of elution buffer 2 (5% pyrrolidine (aq)), each time gently shaking for 5 min. Combined 
eluates were acidified with 2.5% TFA to pH 2.5, desalted, dried down in a Speed-Vac SC250 Express (Thermo Savant, Holbrook, 
NY, USA) and resuspended with 100 µL 0.1% formic acid (FA). Samples were stored at -80 °C until analysis. For each tested con-
dition, two experimental replicates were performed. For comparison purposes, enrichment was performed on commercial Pierce™ 
TiO2 Phosphopeptide Enrichment and Clean-up Kit (ThermoFisher Scientific) according to instruction manual. 
NanoHPLC-MS/MS analysis and peptide identification. 
Twenty uL peptide mixtures were separated by RP chromatography using the Dionex Ultimate 3000 (Dionex Corporation 
Sunnyvale, CA, USA). Samples were on-line preconcentrated on a μ-precolumn (Dionex, 300 μm i.d. × 5 mm Acclaim PepMap 
100 C18, 5 μm particle size, 100 Å pore size), employing a premixed mobile phase ddH2O:ACN 98:2 (v/v) containing 0.1% (v/v) 
TFA at a flow-rate of 10 μL min −1.  
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BSA:casein mixtures were separated as described in our previous work,28 but employing a Dionex Ultimate 3000 (Dionex Corpo-
ration Sunnyvale, CA, USA) coupled to a LTQ Orbitrap XL (Thermo Scientific, Bremen, Germany) mass spectrometer. 
Yeast samples were separated on an EASY-Spray column (Thermo Scientific, Bremen, Germany) operated at 200 nL min-1 and 
at 40 °C. A 280 min long multi-step gradient was employed to separate peptides, using ddH2O with 0.1% FA as phase A and ACN 
with 0.1% FA as phase B. Starting from 1% phase B, such composition was maintained for 5 min, then phase B was linearly in-
creased to 5% within 2 min; afterwards, phase B was first increased to 30% within 187 min, then to 50% within the following 13 
min and 80% in 5 min. Phase B was maintained at 80% for 20 min to rinse the column and finally lowered to 1% within 1 min. The 
column was then equilibrated at this percentage for 44 min. Full scan and MS/MS analysis of eluting peptides were performed by a 
Orbitrap Elite hybrid ion trap-Orbitrap mass spectrometer (Thermo Scientific, Bremen, Germany) in the m/z range of 400-1800 Da 
and 60,000 (Full Width Half Maximum at m/z 400) resolution for the full scan. A data dependent mode acquisition was enabled, in 
top 20 mode, rejecting +1 and unassigned charge states, using a normalized collision energy of 35%, and an isolation window of 2 
m/z. Ion trap and Orbitrap maximum ion injection times were set to 100 and 200 ms, respectively. Automatic gain control was used 
to prevent overfilling of the ion traps and was set to 1 × 106 for full FTMS scan, and 1 × 104 ions in MS n mode for the linear ion 
trap. To minimize redundant spectral acquisitions, dynamic exclusion was enabled with a repeat count of 1 and a repeat duration of 
30 s with exclusion duration of 70 s. For each sample, three technical replicates were performed.  
Database search and peptide identification. 
Peptide identification for the acquired raw MS/MS data files from Xcalibur software (version 2.2 SP1.48, Thermo Fisher Scien-
tific) was performed searching Uniprot database with Proteome Discoverer software (version 1.3, Thermo Scientific) and the Mas-
cot (v.2.3.2, Matrix Science) search engine, as previously described,28 using the Bos taurus taxonomy (5986 entries) for BSA and 
casein samples, and the S. cerevisae taxonomy (7803 entries) for yeast samples. 
■ RESULTS AND DISCUSSION 
Characterization of the mGCB@TiO2 material. 
The nanostructured materials were thoroughly characterized at each modification step to assess morphological and structural 
changes. TGA was performed in air to quantify the increase of inorganic material during the last two stages of composite formation 
(Figure 1a). High purity of pristine GCB was confirmed by the absence of weight loss both at low temperatures (indicative of ab-
sence of amorphous carbon and organic contaminants) and at temperatures above 720 °C (indicative of absence of inorganic impu-





Figure 1. a) TGA curves, b) FT-IR spectra, c) Raman spectra for mGCB@TiO2 final and intermediate materials and d) TEM image of the 
final product. 
Graphitic materials are typically robust towards harsh chemical environments, and this behavior was evident as the oxidized 
GCB maintained a TGA profile similar to the pristine material, with only a 2% weight loss at 600 °C as a result of the chemical ox-
idation. As expected, more dramatic changes were registered for the subsequent steps of composite assembly, with the inorganic 
components increasing first to 55% after magnetization, and then to a remarkable 87% after in situ growth of TiO2.  
FT-IR analysis was also performed to monitor modifications in the chemical structure of the materials (Figure 1b). Also in this 
case, GCB displayed a spectrum indicative of high quality, as just minor features were observed, including the typical C-H stretch-
ings at 2880 cm-1 and 2865 cm-1, and a weak signal for C-H rocking at 1350 cm-1 and for C-H scissoring at 1430 cm-1. After treat-
ment with nitric acid, a broad signal for the O-H stretch dominated the spectrum in the region 3000-3600 cm-1, while signals in the 
regions 1400-1700 cm-1 and 1000-1300 cm-1 were compatible with the presence of C=O and C-O bonds. Importantly, after magnet-
ization, the indicative peaks for magnetite nanoparticles were observed below 600 cm-1, including the characteristic peak at 590 cm-
1
 for the Fe-O bond, and the minor shoulder at 470 cm-1.30 Finally, after the last step of composite preparation, presence of TiO2 was 
evident from the strong signal centered in the region 500-600 cm-1.31  
Raman analysis revealed presence of the typical D, G, and 2D bands at ca. 1350, 1580 and 2700 cm-1 respectively, as expected for 
GCB, with an ID/IG of 0.72. ID/IG ratios did not change significantly after acid treatment, confirming once again overall preservation 
of GCB structure, with mild oxidation as suggested by TGA and FT-IR analysis. Presence of magnetite was next confirmed by the 
signal at ca. 670 cm-1. After growth of TiO2, signals appearance at 147, 198, 396, 516, and 639 cm-1 were compatible with the typi-
cal profile of the five active modes of anatase structure. Overall, Raman analysis was in agreement with the other spectroscopic da-
ta discussed above. Importantly, it confirmed the achievement of each GCB modification step, and successful preparation of the 
composite material. 
 
TEM analysis was also performed to monitor morphological changes at each step of composite preparation (Figure 1d, Support-
ing Information S1). Also this technique confirmed the high homogeneity and purity of GCB graphitic structure, which was pre-
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served after oxidation. Magnetization resulted in the appearance of spherical nanoparticles (100-300 nm in diameter) bound to the 
surface of GCB, and displaying the high contrast that is typical for inorganic components. In situ growth of TiO2 resulted in the 
complete surface coverage of magnetized GCB, as only high contrast clusters of nanoparticles were observed, with a characteristic 
nanomorphology.  
The porosimetry analysis was performed at all stages of mGCB@TiO2 preparation (Supporting Information S1). The starting 
GCB provided a surface area of 98.0 ± 1 m2 g-1, as declared by the manufacturer. The pore investigation provided a total pore vol-
ume of 0.60 cm3 g-1, with a mesopore structure and diameters in the range 20-35 Å and 80-800 Å (largest population, maximum at 
460 Å). The magnetization process reduced the available surface area to 55.0 ± 0.5 m2 g-1 and the pore volume as well, to 0.30 cm3 
g-1. The structure was still mesoporous with no significant changes in pore diameters (20-40 Å and 80-800 Å) but different distribu-
tion, since the first group was representative of half the population. Finally, such trend was more evident in the final product, were 
the surface area was further reduced to 22.6 ± 0.5 m2 g-1, and the pore volume to 0.30 cm3 g-1. The number of mesopores was also 
reduced, in the ranges 20-40 Å and 50-500 Å. 
Preliminary experiments on the simulated complex peptide mixture.  
To demonstrate the selectivity of the mGCB@TiO2 composite, the enrichment from a moderately complicated sample, made up 
of standard phosphoprotein (bovine β-casein) tryptic digest mixed to BSA tryptic digest in a 1:100 ratio, was first used to evaluate 
the performance of this new material. This type of sample was chosen because it is usually employed to test the enrichment effi-
ciency of new phosphopeptide enrichment phases, due to possibility of simulating conditions of complex samples.32 In fact, casein, 
which is the precursor protein of phosphopeptide, is used at low concentration to mimic the low abundance of phosphopeptide in 
real samples, whereas BSA is employed to complicate the peptide mixture with non-modified peptides. For these preliminary stud-
ies two experimental replicates were performed and 300 µg tryptic digest was loaded on 5 mg mGCB@TiO2 stationary phase. For 
the selected simplified system, the performance was good, and the results for the two experimental replicates are reported in Table 
1 (the complete list of identified peptides is available in Supporting Information S2). The developed mGCB@TiO2 stationary phase 
could enrich up to 32 phosphopeptides, with an enrichment ratio of 22%.  
Table 1. Total identified peptides and phosphopeptides for each experimental replicate (R1, R2) in the preliminary experi-
ments, with related enrichment. 
mGCB@TiO2 Total peptides Casein phosphopeptides E (%)a 
HNO3-treated R1 145 32 22% 
HNO3-treated R2 130 29 22% 
No HNO3 R1 146 12 8% 
No HNO3 R2 151 16 10% 
HNO3-treated R1b 132 30 23% 
HNO3-treated R2b 134 30 22% 
a Enrichment (%) = [phosphopeptides/total peptides x 100] 
b
 one month later 
All types of carbon blacks expose on their surface several functional groups due to oxygen chemisorption. These groups are oxy-
gen complexes, having a structure similar to hydroquinone, quinones, chromene and benzpyrylium salts. These groups are able to 
interact so strongly with sufficiently acidic compounds that conventional solvent systems are not able to desorb them.33 Therefore, 
GCB has a somewhat positively charged surface that also sorbs by an anion-exchange mechanism. The types of interactions com-
prise hydrophobic, electronic and ion-exchange with analytes. Because of the presence of positively charged chemical heterogenei-
ties on the surface, GCB can be considered to be both reversed-phase (RP) sorbent and anion exchanger. Additionally, GCB can be 
employed to separate neutral from basic compounds from acidic ones.34 Therefore, GCB exhibits the advantage of high affinity for 
organic acidic compounds, and could be suitable for the separation of phosphopeptides. For this reason, preliminary experiments 
were performed in order to avoid oxidation of the starting GCB. The material was not treated with HNO3 but directly autoclaved to 
deposit magnetite and TiO2. The product could be obtained and still retained magnetic properties, thus we employed it for enrich-
ment from the standard tryptic mixture of BSA and casein, as already done for the normal material. Results are reported in Table 1; 
despite the good mechanical performance of the non-oxidized composite, the recovery was not comparable to the oxidized one, and 
the overall binding capacity was seriously compromised as well as the selectivity to the target phosphopeptides. Thus, only the oxi-
dized GCB was further employed for tests.  
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The efficiency of the material was finally tested over time. In fact, materials for enrichment may degrade over time and their se-
lectivity can be significantly reduced. In the case of the present composite this was not observed at all, and the enrichment capacity 
on the BSA:casein mixture, 100:1, was comparable a month later after preparation (Table 1). Thus the material was prepared twice: 
the first batch was employed for comparative study and method optimization, whereas the second one was employed to test the ef-
fect of batch preparation on the enrichment process. 
Method optimization on yeast extracts. 
After the preliminary positive results on the BSA:casein, 100:1 sample, the developed composite was tested on a real cell extract. 
In most of the works in which new phases are proposed for application to phosphopeptide enrichment the developed materials are 
tested on simulated mixtures, as the BSA:casein mixture described in the  previous paragraph, but results were monitored mainly by 
MALDI MS, directly without any separation. This approach is suitable for relatively simple samples as is the case of a standard 
peptide mixture, but it is not applicable to a real sample, where separation is necessary. The important point is that direct detection 
cannot be applied to real complex samples, such as cell extracts, which are the final matrices to which such systems will be applied, 
if sufficient performance is achieved relative to available systems. The integration of the enrichment protocol into a shotgun prote-
omics workflow would allow for better comparison with other systems and better evaluation of the actual potential of the newly 
developed phase. For this reason, we decided to apply the composite to a yeast extract for phosphopeptide enrichment and compari-
son to commercial TiO2 spin columns. Yeast was preferred over standard cell lines because it is cheap, readily commercially avail-
able and it does not need any specific biological equipment for production, as opposed to the case of cell lines. At the same time, 
yeast is a complex matrix for which up to 3477 phosphoproteins were identified.35 This makes yeast extracts a convenient matrix to 
better test the enrichment efficiency of new materials for phosphoproteomics applications. 
One important factor potentially affecting the selectivity of phosphopeptide enrichment is the ratio of stationary phase amount to 
protein digest quantity.36 It was demonstrated for TiO2 beads that the trend of enrichment efficiency was strongly dependent on the 
ratio between loaded sample and stationary phase, following a Gaussian distribution where enrichment was strongly reduced in 
presence of an excess or lack of stationary phase. We expected the same trend also for the new mGCB@TiO2 composite, as well as 
a dependence on the type of sample being employed, thus different ratios were tested to improve the number of identified phospho-
peptides from yeast. The preliminary experiments on the BSA:casein mixture were performed employing 5 mg of the mGCB@TiO2 
stationary phase, thus the same amount was also initially employed for enrichment from yeast extracts. In these conditions up to 
2150 phoshopeptides were detected, out of more than 11000 total peptide identifications, with a moderate enrichment of 19% (Ta-
ble 2). However, the developed material has a large surface area, so an improvement with smaller amounts of stationary phase 
could be expected in order to avoid saturation of the phase itself. Thus, the optimization of this feature was performed employing 
the starting 5 mg phase, as in preliminary experiments, and comparing results to 2 mg and 1 mg experiments (Table 2).  
Table 2. Total identified peptides and phosphopeptides for each experimental replicate (R1, R2) in the different conditions, 





Total phosphopeptides E (%)a 
 
5 mg mGCB@TiO2 R1 11125 2150 19% 
 R2 11179 2016 18% 
2 mg mGCB@TiO2 R1 7940 3408 43% 
 R2 8881 3212 48% 
1 mg mGCB@TiO2 R1 7719 3011 39% 
 R2 6710 3034 34% 
Commercial spin column R1 8332 3210 38% 
 R2 8709 3102 36% 
2 mg mGCB@TiO2 (2nd batch) R1 7353 2988 41% 
 R2 6279 2767 44% 
a
 Enrichment (%) = [phosphopeptides/total peptides x 100] 
The results are reported for the two experimental replicates combining data from three technical replicates. As expected, the re-
duction of mGCB@TiO2 amount improved the number of identified phosphopeptides from yeast extract, passing from 2150 and 
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2016 phosphopeptides for 5 mg to 3408 and 3212 phosphopeptides for 2 mg experiments. The increase was particularly significant 
when considering the enrichment (Table 2). In fact, reducing the stationary phase amount from 5 mg to 2 mg had more than dou-
bled the enrichment efficiency, from 18% and 19% of 5 mg experiments up to 43% and 48% for 2 mg experiments.  
The further reduction of mGCB@TiO2 amount from 2 mg to 1 mg did not provide a similar improvement. In fact, the total num-
ber of recovered phosphopeptides decreased to 3011 and 3034 total phosphopeptide for the two replicates. Additionally, the en-
richment was also affected and decreased to 39% and 34%. Therefore, the best conditions were obtained with 2 mg amounts.  
This result was compared to the one obtained with the commercial TiO2 spin column, with equivalent experimental conditions: 
despite both systems employ TiO2 to selectively capture phosphopeptides, the results obtained by enriching 300 µg of tryptic yeast 
digest on both phases were different. In particular, with the optimized protocol the mGCB@TiO2 enrichment was more efficient, 
and allowed to detect up to 3408 and 3212 phosphopeptides, compared to 3210 and 3102 of the commercial TiO2 spin column. Not 
only were the absolute numbers better for the developed system, but also the enrichment efficiency, which could reach up to 48% 
against 38% as the best result of the commercial spin columns. Therefore, both the total number of phosphopeptides identified and 
the selectivity were better for the developed system. 
The results provided by both experimental replicates were employed to further compare results between the different tested con-
ditions. If non-redundant phospho-sequences (regardless of phospho-isomers) were considered, then the distribution across experi-
ments is reported in Figure 2a.  
 
 
Figure 2. Venn diagrams reporting the distribution of: a) non-redundant phospho-sequences (regardless of phospho-isomers) and b) phos-
phoproteins, across the different mGCB@TiO2 experimental conditions and for TiO2 commercial spin column. 
The largest number of unique phospho-sequences was detected with the mGCB@TiO2 material, 2 mg experiment, which provid-
ed 2806 unique phospho-sequences (63% of all identified unique phospho-sequences). The commercial spin column performed 
similarly, with 2794 unique phospho-sequences (63%), whereas the 1 mg and 5 mg experiments gave lower numbers, with a total of 
2638 (60%) and 1903 (43%) sequences, respectively. Most sequences (28%) were shared across all conditions. The contribution of 
5 mg and 1 mg experiments which was not detected in the 2 mg experiments was low, 18% of the total, while a partial complemen-
tarity was observed with the commercial TiO2 spin column: 41% of the sequences were common to both mGCB@TiO2 (2 mg ex-
periments) and the commercial spin column, while 21% of the sequences were individually provided by both enrichment systems. 
If a similar analysis was performed taking into consideration the identified phosphoprotein groups in the different conditions, the 
situation was similar (Figure 2b). Among the tested conditions for mGCB@TiO2, the best results were confirmed for the 2 mg ex-
periments, which provided for the two combined experimental replicates a total of 1140 phosphoproteins. The 5 mg experiments 
provided the least number, with a total of 960 phosphoproteins, whereas a further reduction to 1 mg basically did not provide an 
improvement but results comparable to the 2 mg experiments, with 1099 identified phosphoproteins. The same consideration for the 
commercial TiO2 spin column gave similar numbers to the 2 mg mGCB@TiO2 results, providing 1177 phosphoproteins. Most of 
them, 40% of the total phosphoprotein identifications, were shared across all the experiments, whereas the unique contribution was 
small. 
Thus, the results pointed out that the new composite mGCB@TiO2 and the commercial spin column performed similarly; finally, 
we considered the number of phosphopeptides vs the Log2 raw intensity bins (Figure 3) to compare the intensity of the identified 
phosphopeptides between the 2 mg mGCB@TiO2 experiments and the TiO2 spin column results. Such consideration showed some 
difference could be appreciated at this level, and the intensity was twice more intense for the mGCB@TiO2 composite, relative to 
the commercial spin column. This could be a beneficial feature for detecting lower abundant peptides and for label-free quantifica-





Figure 3. Number of phosphopeptides vs the Log2 raw intensity bins for mGCB@TiO2 (2 mg experiment) and TiO2 commercial spin col-
umn. 
Finally, the physico-chemical features of the isolated peptides were considered. The GRAVY (grand average of hydropathy) val-
ues and the pI of the peptides isolated by mGCB@TiO2 and the commercial spin columns were calculated and compared, dividing 
the peptides into two groups, the isolated phosphopeptides and the co-isolated non-phosphopeptides. By such comparison it was 
possible to observe that the GRAVY values and pI of the isolated phosphopeptides did not significantly differ between the two 
groups, as a result that the mechanisms at the basis of phosphopeptides isolation is driven by the affinity to TiO2 and is not affected 
by the presence of mGCB beneath it. The same applied to the pI of non-phosphopeptides, however some significant differences 
were observed for their GRAVY values (Figure 4).In fact, in the case of the commercial TiO2 spin columns, a larger percentage of 
co-enriched peptides had an hydrophobic character, with 36% of them having a GRAVY value 0 < x ≤ 1. However, for the same 
GRAVY value interval, the percentage is only 12 for the developed mGCB@TiO2 composite, which also co-enriched a larger 
amount of more hydrophilic peptides, with 34% of them having a GRAVY ≤ -1 vs only 13% for the same interval for the commer-
cial spin column. This consideration, together with recent findings supporting that a hydrophilic phase would improve enrichment 
by reducing unspecific binding,28,37,38 could be accounted for the better selectivity of the composite than pure TiO2.  
 
Figure 4. Graph summarizing the GRAVY value distribution of identified phosphopeptide and non-phosphopeptides for the mGCB@TiO2 
composite and the commercial TiO2 spin column. 
At the end of the comparison we evaluated the reproducibility of mGCB@TiO2 production. A new batch was prepared and em-
ployed with the optimized conditions (Table 2). These experiments provided 2988 and 2767 total phosphopeptides, which were 
lower in number than the results of previous experiments. However the enrichment efficiency was always above 40%, with 41% 
and 44% for the two replicates. The lower number of total identifications should not be misleading, as the large variability was due 
to the sample itself. Commercial yeast paste is no standard; therefore, variations could be observed. However, it is readily available 
and provides a more complex system than the ones usually employed at development level, mainly casein and BSA mixtures, which 
are good for proof of principle only.  
■ CONCLUSION 
In the described experiments a new material was produced, employing GCB as support for TiO2. GCB was previously magnet-
ized to allow for better enrichment and concentration of target phosphopeptides. In this sense an oxidizing step was necessary for 
the purpose of enrichment, as pointed out by preliminary experiments. The extensive physico-chemical characterization of the final 
material and intermediate products confirmed the successful production of the desired composite and the preservation of the gra-
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phitic structure. However, the functionalization with Fe3O4 first and TiO2 as the final step greatly reduced the large surface area of 
pristine GCB. Nevertheless, the prepared composite could efficiently enrich phosphopeptides, both from a simulated complex mix-
ture of BSA and casein tryptic digests, and from a real yeast extract. In this regard we chose to optimize and test the new composite 
within a typical shotgun proteomics workflow, which is the one suitable for application to real large-scale phosphoproteomics ex-
periments and, most importantly, which would really enable to assess differences between the new system and established ones. 
After optimization of the composite amount employed for 300 µg experiments, a final comparison to commercial TiO2 spin col-
umns was performed, with better results, which provided up to 3408 and 48% enrichment for mGCB@TiO2, vs 3210 and 38% en-
richment for the commercial kit. Reproducible results were obtained with a new batch of mGCB@TiO2 and new yeast extract. 
Therefore, a new composite based on GCB was developed for the first time, which provided better results than the commercial de-
vice. Apart from this, the work points out how it is important to test and evaluate the new materials for phosphoproteomics on real 
workflows, because in this way differences which could not be visible at the simulated mixture level or with approaches other than 
shotgun proteomics can be really appreciated and would help in filling the gap for existing phosphopeptide enrichment strategies. 
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